Disappearing breast masses caused by compression during mammography.
Two cases are described in which a palpable mass and a nonpalpable mass disappeared during the performance of mammography. The disappearance is presumed to be caused by cyst rupture, resulting from the firm compression used to perform the examination. This occurrence can create confusing clinical and radiographic situations, and radiologists should be aware that occasional cyst rupture may occur.